[Appliance for linear pressure changes in the tourniquet of the apparatus for automatic measurement of arterial pressure].
A linearizer allowing it to reduce the deviation from linearity down to not more than 5 per cent during pressure measurement from 300 to 20 mm Hg has been designed for indirect measurement of arterial pressure. The resulting estimated relation between pressure changes in the cuff and the paying out time makes it possible to construct linearizers for various maximal pressure values in the cuff with the due regard for the environmental conditions.